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Abstract: Despite the important medical implications, it is currently an open task to find optical
non-invasive techniques that can image deep organs in humans. Addressing this, photo-acoustic
tomography (PAT) has received a great deal of attention in the past decade, owing to favorable
properties like high contrast and high spatial resolution. However, even with optimal components
PAT cannot penetrate beyond a few centimeters, which still presents an important limitation of
the technique. Here, we calculate the absorption contrast levels for PAT and for ultrasound optical
tomography (UOT) and compare them to their relevant noise sources as a function of imaging
depth. The results indicate that a new development in optical filters, based on rare-earth-ion
crystals, can push the UOT technique significantly ahead of PAT. Such filters allow the contrast-
to-noise ratio for UOT to be up to three orders of magnitude better than for PAT at depths of a
few cm into the tissue. It also translates into a significant increase of the image depth of UOT
compared to PAT, enabling deep organs to be imaged in humans in real time. Furthermore, such
spectral holeburning filters are not sensitive to speckle decorrelation from the tissue and can
operate at nearly any angle of incident light, allowing good light collection. We theoretically
demonstrate the improved performance in the medically important case of non-invasive optical
imaging of the oxygenation level of the frontal part of the human myocardial tissue. Our results
indicate that further studies on UOT are of interest and that the technique may have large impact
on future directions of biomedical optics.
c© 2017 Optical Society of America
OCIS codes: (110.0113) Imaging through turbid media; (170.3880) Medical and biological imaging; (160.5690)
Rare-earth-doped materials.
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1. Introduction
Ischemia, restriction of blood and therefore oxygen supply in the body, is one of the most
important medical challenges today. Estimations suggest that up to 25% of all cases in the
emergency ward in western countries are related to determining ischemia [1], indicating possible
severe aﬄictions such as myocardial infarction, internal bleeding or stroke. One case of ischemia,
coronary artery disease which can lead to infarction, is also the most common cause of death in
the world.
The clinically most used modalities for the imaging of coronary vessel occlusions, leading to
myocardial ischemia, are: X-ray angiography, CT angiography and perfusion Cardiovascular
Magnetic Resonance (CMR). They are all indirect methods, e.g. measuring myocardial tissue
blood flow or volume, and can thus not measure the actual oxygenation level. In addition they are
associated with several drawbacks such as being invasive, requiring contrast agents with potential
side effects or delivering high doses of radiation that may increase cancer risks. Non-invasive
direct measurements of oxygenation are currently being investigated, including CMR using the
Blood Oxygen-Level Dependent (BOLD) scheme [2], Photo-Acoustic Tomography (PAT) [3] and
Ultrasound Optical Tomography (UOT) [4]. The BOLD CMR scheme has so far shown limited
contrast-to-noise ratios and susceptibility to artifacts [2], in addition to being an expensive and
complicated method. Apparatuses based on PAT have recently entered the commercial market,
using optical imaging to make it much cheaper and faster than MR-based approaches. However,
so far imaging depths are generally limited to a few millimeters up to a centimeter, not deep
enough to reach human organs such as the heart, although some experimental studies seem
promising [5, 6].
Measuring the oxygenation has been demonstrated using both PAT [6] and UOT [7]. For
PAT, it remains a challenge to obtain an absolute value [8], but it is possible using multiple
wavelengths [9]. While PAT will always be limited by the thermal noise of the tissue, UOT has
been shown to allow shot noise limited measurements by using heterodyne techniques [10]. One
difficulty here is that phase sensitive techniques are generally sensitive to speckle decorrelation
giving very limited measurement times. In general, phase sensitive techniques puts large demands
on fast detectors and high computational bandwidth for real time demodulation. A suggestion
to overcome the speckle decorrelation was made in Ref. [11], by using a pair of short pulses
matched with the ultrasound phase. Another way to achieve shot noise limited measurements
is to remove the large background entirely and in this paper we focus on this approach using a
new development of narrow-band optical filters based on rare-earth ions. The performance of
these filters are not related to the phase of the light in any way, which makes them completely
immune to speckle decorrelation due to tissue movement. These rare-earth filters have recently
been used to demonstrate UOT through several centimeters of low-blood tissue [12], indicating a
high potential for this technique that has yet to be fully explored.
In this paper we perform calculations that demonstrate the potential for UOT to reach higher
imaging depths than PAT for strongly scattering tissues. The calculations take into account a
realistic set of assumptions and the limiting noise sources are identified for both techniques
allowing a general optical performance versus depths to be assessed. Our analysis reveals that a
few centimeters into tissue the absorption contrast, and thus also the oxygenation contrast that
could be distinguished, is up to three orders of magnitude better for UOT compared to PAT. We
then focus on one medically interesting example of imaging the oxygenation of the myocardial
tissue. Here, 30 measurement points across the heart should be resolved in real time, i.e. in a
time shorter than a heart beat. Calculations show that while PAT can penetrate about 3 cm into
tissue in this case, UOT has the potential for double the depth at 6 cm, enough to reach the front
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heart muscle (heart wall), where the largest portion of ischemia cases are located. These results
show the potential for a new paradigm of optical medical imaging, that may even be extended
further by adding wave-front shaping techniques.
2. Theory
2.1. A brief overview of PAT and UOT
Both UOT and PAT are based on sending optical light pulses into tissue, which are then diffusing
out in the material due to the high scattering. For PAT, in each location in the tissue the absorbed
pulse energy is turned into heat. This heat causes an expansion of the tissue, at a rate that depends
on how much energy was absorbed, i.e. it depends on the absorption coefficient that one wants
to measure. This expansion then propagates through the material as an acoustic pressure wave,
which can be detected at the surface by a microphone. By recording the timing of signals between
microphones at different positions, it is possible to reconstruct all regions where the light has
been absorbed using only a single excitation pulse.
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Fig. 1. Overview of the UOT setup. The input laser light takes a random walk path (solid
red arrows) towards the ultrasounds focus point, F, where it gets diffracted and receives a
frequency shift. After exiting the tissue, the frequency-shifted photons (dashed green arrows)
are filtered out from the large background of unshifted photons. The largest contribution of
background photons, which did not acquire a frequency shift, have traveled a shorter path
from the entry point, E, to the detection point D. The frequency shifted photons detected
after the filter carry information that can be localized to the focal spot.
In UOT, by contrast, a single region is selected at the time by using a focused ultrasound pulse.
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Ultrasound (US) is used in conventional medical imaging and it can be focused with good spatial
resolution since most tissue components have similar acoustic impedance. Light that finds its
way into the focal region of the sound wave can be diffracted and then also frequency shifted by
the sound. This frequency shifted light propagates out of the tissue and a fraction of this light
can be captured by a light detector. If the frequency shifted light can be filtered out from the
background, as shown in Fig. 1, it then carries information from the focal region that can be
compared to other regions by moving the US focus. For more information see e.g. Ref. [4].
2.2. Theoretical models
Due to the strong scattering in biological tissue, light propagation can be seen as a random walk,
or a diffusion process. For a point like source (the entry point of the laser pulse) the light fluence
(J/cm2), φ, at a total depth of rtot cm into the tissue can approximately be given by [13]:
φ = N~ω ·
µ2
e f f
4piµa
1
rtot
e−µe f f rtot , (1)
where N is the total photon number in the pulse and µe f f =
√
3µa(µa + µ′s) is the effective
attenuation coefficient (and the factor µa/µ2e f f = D is also the corresponding diffusion constant).
This is composed of the absorption coefficient, µa , and the reduced scattering coefficient, µ′s .
These can vary significantly between tissue types, are wavelength dependent, and we will
discuss the appropriate choice of them separately in Sec. 4. At the entrance of the tissue there
are boundary conditions that affect the propagation [14], but these effects were tested in our
calculations and found to be negligible. This was expected since our investigations are on
relatively large imaging depths compared to the scattering mean free path.
The number of photons available in each pulse is ultimately restricted by medical safety limits
to about 20 mJ/cm2 for short pulses and 200 mW/cm2 of average radiation [15]. These limits have
different effects on the two techniques described, since there are different optimal strategies for
maximizing the signal contrast, as we will see in the following subsections. The measurement we
aim to investigate is to resolve an absorption contrast, i.e. a difference in absorption coefficients,
∆µa =
∣∣∣µa ,signal − µa ,baseline ∣∣∣, between two near-lying volume elements (voxels) in tissue.
The two different voxels, signal and baseline, could e.g. be two regions with different oxygenation
levels in the heart, or tumor tissue compared to healthy tissue etc.
As one example in this paper we look at oxygenation levels in the human heart. The oxy-
genation is related to the absorption difference through a factor that depends on the choice of
wavelength, as discussed in Sec. 4. In our calculations we have chosen the main signal to be at a
wavelength of 880 nm, where a 1 percent decrease of blood oxygenation level gives a decrease
of the absorption coefficient by 0.37 percent. Thus, if the measured signal reveals an absorption
change of ∆µa/µa , it can be inferred that the change of oxygen saturation corresponds to:
∆(O2)Sat =
1
0.37
∆µa
µa
(2)
The final signal level, described in more detail for UOT and PAT in their subsections below, is
essentially related to the absorption coefficient of the chosen region through Beer-Lambert’s law:
Nsignal = N0e
−µa ,signal d . Here, N0 is the photon number remaining after all other loss sources
and should not change significantly between different close-lying regions. This is an assumption
which may not always be true, but in our example both regions are close, at the same depth and
consist of the same tissue (heart wall), so this assumption should be reasonable. In addition to
that, one may employ a measurement on a second wavelength that can be used a reference. For
our suggested technique there is a suitable rare-earth filter available at 790 nm for this purpose
(see Sec. 4.2). The parameter d is the distance inside the measurement region traveled by the
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light. In a scattering medium this is given by a random walk path of the photons over the size of
the region, which in our case is 3 mm giving d = 4.5 mm.
In this example, the aim is to calculate the signal levels that can be reached when measuring
30 voxels across the heart. Placing them in a line allows them to roughly cover the length of the
heart, given the spatial resolution of about 3 mm. In order to make a fair comparison between the
two techniques we will assume a common measurement objective, namely to be able to measure
all those 30 regions within a 250 ms time interval. This is an interval over which the heart is
roughly stationary during its heart beat cycle. For UOT, this means we can spend 8.33 ms per
region, while PAT can obtain a signal from multiple regions at the same time and does not need
this division of power. For tissue depths up to 10 cm an ultrasound frequency of about 3 MHz is
suitable with a US bandwidth of about 2 MHz. We further assume the same spatial resolution
and detector area for both techniques.
2.3. Ultrasound optical tomography (UOT)
As described in the overview above (Sec. 2.1), a spatially selective signal is obtained when
the light scatters off of the ultrasound (US) focus, obtaining a frequency shift equal to the US
frequency, typically a few MHz. Only a very small fraction of the light enters the region of the
US focus and gets diffracted, and in order to use this spatial information, all other photons that
did not get frequency shifted will have to be filtered away. Such a filter would need a ratio of
potentially more than 60 dB (an intensity factor 106), between transmitted and attenuated light
although their frequencies would differ only by a few MHz (on a carrier frequency of >1014
Hz). The requirement on the filter attenuation is investigated in our work and discussed in Sec. 3
(second to last paragraph). Obtaining a high contrast while allowing arbitrary input angles can
e.g. be achieved by spectral programming of rare-earth ions, to be discussed in more detail in
Sec. 4B.
The light enters at point E in the Fig. 1 and is finally detected at point D. The spatial region
from which we wish to receive information is the US focus, F, and the filters make sure that only
light that has passed through this volume is detected. The imaging depth, r , is here defined as the
shortest distance from the measuring region F to the surface. This means that in order for the
light to reach F, it must diffusely travel from E to F, a distance of rtot =
√
r2 + (rb/2)2, where
rb is the distance between the entry and the detection. The distance rb can be chosen arbitrarily
but should be roughly matched with the targeted imaging depth. Note that there are other similar
geometries that would work equally well. The main point of our choice is to, in a simple way,
capture the fact that if rb is made smaller the total depth decreases and the signal thus increases,
but at the same time the background light also increases. This creates a trade-off situation and
we find that there is an optimum when rb is roughly matched with the targeted imaging depth.
By moving the US focus to different spatial positions, local changes due to the varying tissue
characteristics can be detected. We assume a light diffraction efficiency due to the ultrasound
in the order of about 10% (calculated using ref. [16]), which can be readily obtained while
staying below the medically allowed US power. The light then propagates out of the tissue again
experiencing another loss as given by Eq. (1) with the same rtot as when it went in. At low light
levels the detection efficiency can be around 50% for typical low light detectors.
Out of the fluence that reaches a detector of area Adet = 1 cm2, a certain number of signal
photons, Nsignal , remain after the losses from all stages and are detected. These photons have to
be sufficiently many that one could detect an absorption contrast between two different types
of tissue in the US focus. This could for example be two regions with different oxygenation
levels, giving rise to different absorption coefficients. To explore what minimum absorption
contrasts that are detectable the signal will be compared with a corresponding photon number,
Nbaseline , from the second region. This contrast must be visible on top of the noise level,
which is ultimately (at low light levels) given by the shot noise of the total amount of photons,
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Ntotal = Nsignal + Nbackground , at the detector. Here, Nbackground is the photons that are
diffusely traveling the shallower and shorter distance from the entry point, E, to the detection
point, D, in Fig. 1. This term will dominate the total photon count at larger imaging depths. In
total, the obtained contrast-to-noise ratio is given by:
CNRUOT =
Nsignal − Nbaseline√
Ntotal
(3)
As mentioned above, the goal of our example is to be able to measure 30 regions in the heart
within the 250 ms stable time interval. This means that the total photon number, which must
be compatible with the medical safety limits, will have to be divided between each of those 30
regions. Since CNRUOT is increasing with the total input photon number, it will be optimal to
choose the medical safety limit with the highest total number of photons, which in this case
is the one for average radiation. Although it does not matter for the CNR, using the slow light
filters described in the Sec. 4 requires a pulsed scheme and we find that pulses of about 4 µs
with a repetition rate of 25 kHz work well and can reach the allowed 200 mW/cm2 using a 2 W
continuous laser.
2.4. Photo-acoustic tomography (PAT)
In PAT a laser pulse is also sent in to the tissue, experiencing the same propagation losses to
reach a certain depth as given by Eq. (1), and is absorbed in the same way in the tissue. The
techniques differ however, in the way the absorption is detected. For PAT the absorption of
energy that occurs in a particular region creates a pressure wave emanating from that point, due
to rapid thermal expansion. This pressure wave can then be detected at the surface of the tissue
using acoustic microphones. We again consider a signal absorption path distance of d = 4.5
mm, as explained in subsection 2.2. The energy absorbed per unit area of the region of interest,
∆E/A = φ · (1 − e−µad), gives rise to a temperature increase:
∆T = η
∆E
VρCv
≈ η∆E
A
· 1
dρCv
, (4)
where η is the fraction of absorbed energy that goes into heating, and ρ and Cv are the density
and the specific heat capacity of tissue respectively, taken to be similar to those of water. The
rapid heating causes a pressure increase that can be calculated from the bulk modulus, KT , and
the thermal expansion coefficient, β:
∆P = βKT · ∆T (5)
The process depends in total on four material parameters expressed together as the Grüneisen
parameter, Γ= βKT /ρCv , in papers with similar forms of the PAT signal [17]. From this region
of interest where the pressure was generated, the now acoustic signal has to travel out to the
surface in order to be detected by microphones, and in this process the wave expands, losing
pressure amplitude approximately linearly with distance [18].
The pressure signal at the surface must now be compared with the various noise sources. If a
resonant detector is used, there are approximately equal contributions from thermal and detector
noise, which in total can be modeled by the following expression for the noise equivalent pressure
(NEP) [18]:
NEP =
√
kBT (1 + F/η)Z/Adet (6)
where kB is Boltzmann’s constant, and where we have used the following parameter values
(motivated in ref. [18]): temperature T = 300 K, preamplifier noise factor F = 2, detector efficiency
η = 0.5 (-3 dB achievable for resonant detectors), specific acoustic impedance of tissue/water Z
= 1.5·106 Pa·s/m, and detector area Adet = 1 cm2, same as for the UOT case above. This gives
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a NEP of approximately 20 µPa/
√
Hz. In contrast to UOT, where any temporal characteristics
give the same CNR, in PAT a scheme with short pulses is more beneficial [19] due to the need
to rise above the thermal noise floor. This means the pulse energy is set at the pulsed medical
safety limit, and within the 250 ms single-shot duration three such pulses can be used at the
rate corresponding to the allowed average power. The detection bandwidth, BW , of the resonant
detector is taken to be the same as the one used for the US pulse in UOT, which is 2 MHz. This
gives the total background noise pressure for PAT, Pnoise = NEP ·
√
BW , and note that this
is the best that can be achieved in the sense that only fundamental noise sources like thermal
noise are included. Similar to the case for UOT (see Sec. 2.3), calculations are performed for two
regions with different absorption coefficients. The ability to distinguish those regions is given by
the pressure contrast between them compared to the noise:
CNRPAT =
Psignal − Pbaseline
Pnoise
(7)
Since PAT can obtain images from multiple regions simultaneously, it is not necessary to divide
the medically allowed power between the regions as in the UOT case.
3. Results and discussion
The Matlab code, containing our core calculations used to generate the figures in this section, is
available online as Supplementary information (Code 1) [39].
A central question is to analyze how the contrast-to-noise ratios, given in Eqs. (3) and (7)
respectively, depend on the imaging depth in tissue. Our calculation results depend on the specific
example and here we have chosen to analyze whether it is possible to measure the oxygenation
level of the heart under optimal conditions in real time. In Fig. 2 we have plotted the CNRs as
a function of imaging depth, i.e. the shortest distance from the region of interest to the tissue
surface (r in Fig. 1). The shaded area for each curve correspond to an interval of absorption
coefficient differences, κ = ∆µa/µa ,baseline , going from 0.5% up to 50% of the baseline value.
The baseline of the contrast measurement corresponds to a tissue region close to the signal one.
We now briefly give the conditions for the calculations, for a more detailed discussion see
Sec 4. The muscle tissue in front of the heart is represented using a reduced scattering coefficient
of µ′s = 5 cm−1, and an absorption coefficient of 0.2 cm−1. Similar geometrical setups for
both techniques are used, with a detection bandwidth of 2 MHz and for UOT a background
suppression due to the absorption filters of 60 dB, and another 20 dB from slow light time gating,
which should be realistically achievable. The spatial resolution is 3 mm and the heart is covered
by 30 such regions in 250 ms, while staying below the medical safety limits.
As can be seen from the figure, PAT can reach about 3 cm into tissue before the CNR drops
below 1 for resolving the largest differences (κ = 50%) between absorption coefficients. The
corresponding value for UOT is twice as deep at about 6 cm, making it possible to reach the
front of the heart for most adults [1]. In particular, the reachable areas of the heart include the
left anterior descending artery, which is the most common place for heart ischemia. In addition,
also for moderate depths of about 2 cm where both techniques are valid, we note that the CNR
for UOT is 2-3 orders of magnitude larger than for PAT. The separation between the input and
the detector for UOT, rb in Fig. 1, is best chosen to match the expected depth and has here been
set to 4 cm. This choice also limits the achievable signal level for much smaller depths and is
what limits the UOT signal in the few mm range. Although this is largely irrelevant as the CNR
is already 102 or higher.
The main reason for the higher CNR of UOT at larger depths is the fact that the optical detection
employed by UOT can be made shot-noise limited, and that the optical background suppression
is highly efficient. For the intermediate depths relevant to our situation, UOT thus scales better.
However, if substantially higher imaging depths were possible, PAT would eventually scale better.
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Fig. 2. CNR for a range of absorption coefficient differences plotted as a function of
tissue imaging depth, given a real time measurement duration of 250 ms. The contrast is
taken between a signal tissue region and a nearby baseline region, with a slightly different
absorption coefficient. The area for each curve corresponds to changes in the absorption
coefficient (e.g. due to changing oxygenation) varying as percentage of the baseline value
from κ = 0.5% (bottom of the area) up to κ = 50% (top of the area). The reachable depth
for UOT is approximately twice that for PAT, which allows the front of the heart to be
reached. It would also be possible to extend the depth even further using wave-front shaping
techniques. For other details see the text.
This is due to the fact that for long enough propagation distance the exponential scaling with
the attenuation coefficients for the light will overtake the other sources of signal loss. For PAT,
propagation in light form occurs only during the travel towards the region of interest (since the
outwards travel is as sound), but for UOT the signal is carried as light also on the way back out
from the measurement region. That being said, utilizing this potential for PAT appears difficult
since our calculations have already made use of optimal conditions and only fundamental noise
sources, such as thermal noise.
Since the y-axis in the figure is logarithmic, most moderate changes to the setup, such as
changes to geometry or detector efficiencies, only have small impact on the imaging depth. The
largest parameter dependence is found in the tissue losses from the scattering and absorption
coefficients since they enter exponentially. Variations to both have similar effects; doubling any
of them reduces the depth by about 1.5 cm for UOT, and cutting any on of them in half extends
the UOT depth by about 1.5 cm. For PAT the corresponding changes are ± 0.5-1 cm in either
direction.
A necessary requirement for being able to distinguish a certain absorption difference, ∆µa ,
is that the CNR is above one. Figure 3 shows where this border occurs for the two techniques.
In addition, the y-axis on the right-hand side also indicates the corresponding resolution of
the oxygen saturation of blood. As was discussed in Sec. 2, Eq. (2) shows an approximate 1:3
relation between ∆µa/µa and the resolution of oxygen saturation. Furthermore, an absolute
value of the oxygen saturation can be obtained by using a second laser color as a reference for
                                                                              Vol. 8, No. 10 | 1 Oct 2017 | BIOMEDICAL OPTICS EXPRESS 4531 
1 2 3 4 5 6 7
Imaging depth (cm)
1%
3%
10%
30%
"
7 a
/7
a
 
3%
10%
30%
R
es
ol
ut
io
n 
of
 o
xy
ge
n 
sa
tu
ra
tio
n
Depth where CNR=1
UOT
PAT
Fig. 3. Difference in absorption coefficient between two volume elements as a function of
depth, under the condition that CNR = 1 for UOT and PAT. The data plotted in Fig. 4 can
be used to see that a given relative change of the absorption coefficient corresponds to a
three times as large relative change in blood oxygenation. The resolution of the oxygenation
is displayed as the right-hand y-axis, and could be made into an absolute measurement of
oxygenation by the use of a reference second laser color.
obtaining all common unknown factors. In case of full heart attacks, almost all Hb becomes
deoxygenated in the affected area of the heart muscle, and the signal should be readily detectable
by UOT. To detect less severe lack of oxygen, e.g. early stages of angina, a higher resolution of
the saturation levels would be required, limiting the possible depth.
In terms of potential improvement of these results, both techniques could reach deeper by
increasing the detector area, since the CNR in both cases scale with the square root of the area.
This can be experimentally challenging, but probably less so for PAT, since the microphone
detectors are simpler in construction compared with the UOT optical filters plus detectors. As
for reducing the noise, in case of PAT, there is no further improvement for in vivo situations,
since the current results are based on the fundamental and unavoidable thermal noise. For UOT,
the background could be further suppressed by improving the spectral filters beyond the values
used here. While simulations show that several orders of magnitude higher suppression may be
possible it has not been experimentally verified. Furthermore, the gain from this is limited since
the main restriction for UOT (and for PAT) is the low photon count of the signal that survives
the attenuation through the tissue, and reducing the background does not change this. As an
example, if filters with an additional three orders of magnitude suppression where available,
the maximum depth would only increase by less than 1 cm. At the same time, filters with
two orders of magnitude less suppression reduces the maximum depth by about 1 cm. This
means that neither the technique nor our results are sensitive to moderate changes of the filter
attenuation. It is also important to remember that all presented results carry the assumption that
all 30 measurement regions can be updated in real time, i.e. every 250 ms. One can obviously
improve the CNR by averaging for a longer time, which is the case for many of the experimental
results found in the literature. Although, while averaging improves the CNR, it only provides a
limited possibility to extend the imaging depth, since it does not affect the exponential scaling.
As an example, by averaging the signal for 5 minutes (300 times), the depth can be extended by
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approximately 1 cm for both techniques.
The highest impact on improving the reachable depth, for both techniques, would be any
method of lowering either the absorption or the scattering coefficient. Both parameters could
be changed slightly by using a different wavelength, even though the current results are already
within the tissue optical window. However, note that PAT has a smaller improvement from
lowering the absorption coefficient than UOT for two reasons. Firstly, as mentioned above
PAT is only affected by light attenuation while propagating towards the region of interest, and
secondly, PAT relies on the absorption process to create the thermal expansion that leads to the
acoustic wave. If the absorption is too low the sound amplitude would be hidden in the thermal
acoustic background noise. The most promising strategy for increasing the depth appears to be
to significantly lower the impact of the scattering coefficient by involving methods of wave-front
shaping, e.g. using phase conjugation or feedback schemes. Such schemes are described in more
detail in e.g. Ref. [20] with references therein, and also note that the rare-earth systems suggested
as filters here can also be utilized as phase conjugators for this purpose [21].
4. Implementation considerations
In this section we motivate our choices of the absorption and scattering coefficients of tissue and
the achievable background suppression in the UOT case, as well as give details of the rare-earth
filters required for implementation.
4.1. Absorption and scattering in tissue
Different tissue types have different absorption and scattering coefficients. Thus, while most
of the analysis in this paper is generally valid, the results presented in Sec. 3 require specific
coefficients to be selected and here the chosen example is measuring the oxygenation level of the
frontal part of the myocardial tissue. The shortest path to this region is between or below the ribs
through the front of the chest, which consists primarily of muscle tissue. In Fig. 4, the absorption
coefficients of the important constituents are plotted.
The specific wavelength selection will be discussed in the next subsection, but within the
tissue optical window below 900 nm used here the absorption contributions from water and
lipids are negligible. In this case the absorption of muscle tissue comes almost exclusively from
oxy- and deoxygenated hemoglobin (Hb). Relevant values of volume fraction of blood in this
tissue vary between different sources, but are typically a few percent. For instance, 4 percent
blood content (used in the figure) is consistent with several in vivo measurements of absorption
in muscle tissue [22–24]. Muscle tissue could also include other absorbing components such
as connective tissue and fat, as well as myoglobin. Myoglobin has a similar contribution to
the absorption as hemoglobin, and all cited references have used in vivo techniques, which
do not distinguish these elements such that a realistic average tissue is directly obtained. In
particular, all measured hemoglobin concentrations may simply be interpreted as an effective
hemoglobin + myoglobin absorption [25, p. 479], since they are very similar also in their
wavelength dependence. Scattering in tissue occurs predominantly in the forward direction,
which to some extent lessens the effect of scattering. This has already been taken into account in
the use of the reduced scattering coefficient, sometimes called the transport scattering coefficient.
Ref. [26] includes an overview of measurements of scattering parameters in this reduced form,
and choosing an average of values related only to measurement in muscle tissue we find a reduced
scattering coefficient, µ′s , of approximately 5 cm−1 for the relevant wavelengths. Although note
that while the spread of measured values are small for individual studies, such as Ref. [27], meta
studies such Ref. [26] reveal larger spreads. This appears to be at least in part due to varying
measurement techniques and conditions, constituting a source of uncertainty.
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Fig. 4. Absorption coefficients for oxy- and deoxygenated Hemoglobin in full blood (100%),
which are the main contributors to absorption in muscle tissue below 900 nm. The curve for
muscle tissue represents a realistic mixture with 4% blood and an average of 85% oxygen
saturation. The two vertical black lines demonstrate the wavelength 790 nm and 880 nm
respectively, where suitable rare-earth-ion filters are available.
4.2. Slow light filters based on rare-earth ions
In UOT the unshifted background light is typically much stronger than the information carrying
signal. In order to detect only the small useful part, a filter with a very narrow frequency
transmission range has to be used. It should be narrower than the ultrasound frequency ( 3 MHz)
and simultaneously have a very high ratio of attenuation to transmission. Optical Fabry-Perot
cavities can be sufficiently narrow, but they only transmit a single spatial mode, making them
extremely angle-selective. Since the output light from the highly scattering tissue generally exits
in arbitrary directions, cavities are very inefficient filters for this application. Another way of
achieving a sharp transmission window is to use narrow atomic absorption lines, such as those
found in rare-earth ions in cryogenic temperatures. For these, linewidths down to about 100
Hz have been demonstrated for several species [28, 29], and filters made out of these may have
solid angles of acceptance of nearly 2pi. Optical pumping sequences can readily be employed
to create a filter tailored for the needs of a particular UOT application [30]. Many rare-earth
isotopes have several very long-lived nuclear spin states, and hole-burning sequences with laser
pulses can empty very narrow frequency intervals for demonstrated durations up to 20 days
in some materials [31]. At the same time, the performance of the filter is not related to the
phase of the light in any way, which makes them completely immune to speckle decorrelation
due to tissue movement. Rare-earth ion spectral tailoring requires liquid helium temperatures.
However, this can be achieved without a need for cryogenic liquid supply by using closed-cycle
cryostats available at reasonable cost and size. Light can be lead to the crystal by e.g. a large area
multi-mode fiber or other optical light guides with an opening in a handheld probe in contact
with the tissue surface, similar to how conventional ultrasound systems work today.
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In a previous demonstration of UOT [12], a rare-earth filter was implemented using
Praseodymium (Pr) ions to achieve a suppression ratio of 30 dB. Later results have demon-
strated up to 63 dB in the same material for frequency separations of 10 MHz [32] and 53 dB
for as close as 2 MHz separations [33]. By absorption alone in a single crystal it is difficult
to achieve even higher attenuation ratios, due to polarization effects in the host material [34].
Although, such effects could be mitigated e.g. by using multiple crystals in a row with different
orientations of the birefringent axes, as has been demonstrated for quantum memories [35].
However, another advantage with spectrally tailored atomic absorption filters is that a compound
time gating attenuation can be achieved in addition to that from the absorptive attenuation. This
is because of a slow light effect inherently arising from the strong dispersion of such narrow
features in these materials [36]. The group velocity of a light pulse can be expressed as [36, 37]:
vg = 2piΓhole/α, where the FWHM of the burnt spectral hole, Γhole , can typically be made
narrower than 1 MHz and the absorption coefficient outside of the hole, α, can often be about 50
cm−1, which gives a group velocity of light of about 1000 m/s. For a 1 cm long crystal this gives
a time delay of about 10 µs to pulses in the transmission window, which can then with a good
suppression be distinguished from the small fraction of non-delayed light that passes through the
50-60 dB absorptive part.
The peak absorption of a crystal increases with defect ion concentration, but only up to a
certain point where instead increased crystal distortions lead to inhomogeneous broadening
effects. This limit could be circumvented using stoichiometric crystals, where the active ions are
a part of the host instead of being a defect, and where absorption coefficients >1000 cm−1 have
been suggested [38].
For applications in medicine it is desirable to operate at a wavelength in the so called tissue
optical window, approximately between 650 to 900 nm, where the absorption is at a minimum.
In order to use rare-earth filters, one thus have to find rare-earth species that have a matching
transitions in this regime. Two promising candidates for this is Thulium (Tm) and Neodymium
(Nd), at wavelengths of about 790 and 880 nm respectively. As can be seen in Fig. 4, the
dependence on oxygenation level is larger for 880 nm, which would be the primary signal
wavelength. A co-signal from the second wavelength could then be used to calculate all common
loss factors, enabling an absolute value of the oxygenation to be obtained. It may also be possible
to identify further useful rare-earth transitions, in particular Tm may have other lines around 700
nm where the total absorption is lower. Note also that two or more different rare-earth ions may
be co-doped into the same physical crystal. A potential drawback of the rare-earth filters is that
the choice of wavelength is limited to where there are rare-earth absorbers. There are at least
two within the tissue window, as mentioned, but if there are several chromophores that cause
differences in absorption, there could be an advantage to use even more wavelengths than two.
5. Conclusions
We have used a simple model based on the diffusion equation to calculate the expected contrast-
to-noise ratios for two important non-invasive medical imaging techniques, UOT and PAT. Our
results suggest that UOT could reach further into tissue than PAT, and UOT also obtains a
substantially higher CNR at intermediate depths. In particular, UOT could reach the front side of
the myocardial tissue with sufficient absorption contrast to resolve the blood oxygen saturation,
giving a real-time non-invasive method to verify a potential heart infarction or angina. In order to
experimentally realize the full potential of UOT, we suggested using rare-earth slow light filters,
where a proof-of-principle demonstration with good results has already been made and where
further improvements are available. It is also worth pointing out that even if we chose one specific
example here, we believe that UOT with the rare-earth filters should be the better technique in a
more general setting as well, as long as the target depth is deep enough. Thus, UOT appears to
be a promising technique that would be interesting to study further. Given the substantial part
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of emergency patients that have issues potentially related to lack of oxygen (ischemia), it could
have a significant impact on some directions of future medical imaging techniques.
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